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Rupture of an isolated septal artery during diagnostic angiography in a patient with myocardial noncompaction Myocardial noncompaction is characterized by prominent trabeculations, deep intertrabecular recesses, and a thick noncompacted endocardial myocardium. Its prevalence in the general population is still unclear, but echocardiography series report a prevalence rate of 0.05% (1) . The coexistence of coronary anomaly and myocardial compaction is extremely rare (2) . To the best of our knowledge, intramyocardial rupture of an isolated septal coronary artery was first defined in a patient with myocardial noncompaction and concurrent coronary anomalies.
In our case, coronary angiography was indicated because of effort dyspnea and regional wall motion abnormality on echocardiography. The right coronary artery (RCA) was normal (Video 1). On left coronary angiography, distal LAD was not observed in a usual route (Video 2). Beyond the RCA, two separate ostia were cannulated: a distal LAD (Video 3) and an isolated septal artery (Video 4). These conventional coronary angiography findings were also compatible with the findings of cardiac magnetic resonance imaging and computed tomography. Myocardial noncompaction was also confirmed by these imaging modalities (Fig. 1) . Another LAD originating from a separate ostium in the right sinus and completing the missing part of distal LAD in the left coronary vasculature (Video 3) has been reported in a case (3) . After cannulation of the RCA at left anterior oblique projection, the diagnostic catheter could be unintentionally engaged independently into the isolated septal artery. A relatively forceful injection, exceeding the capacity of the isolated septal artery (assumed to take a right anterior oblique image of the RCA), resulted in multiple intramyocardial ruptures that were treated conservatively and allowed to heal spontaneously (Video 5). Consequently, operators need to be careful if there is more than one ostium in the same sinus because the catheter tip might divert another ostium E-13 
